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Abstract
Objective: Validation of a new fast software technique to segment the cartilage on knee magnetic resonance (MR) acquisitions. Large studies
of knee osteoarthritis (OA) will require fast and reproducible methods to quantify cartilage changes for knee MR data. In this report we
document and measure the reproducibility and reader time of a software-based technique to quantify the volume and thickness of articular
cartilage on knee MR images.
Methods: The software was tested on a set of duplicate sagittal three-dimensional (3D) dual echo steady state (DESS) acquisitions from 15 (8
OA, 7 normal) subjects. The repositioning, inter-reader, and intra-reader reproducibility of the cartilage volume (VC) and thickness (ThC) were
measured independently as well as the reader time for each cartilage plate. The root-mean square coefﬁcient of variation (RMSCoV) was used
as metric to quantify the reproducibility of VC and mean ThC.
Results: The repositioning RMSCoV was as follows: VC¼ 2.0% and ThC¼ 1.2% (femur), VC¼ 2.9% and ThC¼ 1.6% (medial tibial plateau),
VC¼ 5.5% and ThC¼ 2.4% (lateral tibial plateau), and VC¼ 4.6% and ThC¼ 2.3% (patella). RMSCoV values were higher for the inter-reader
reproducibility (VC: 2.5e8.6%) (ThC: 1.9e5.2%) and lower for the intra-reader reproducibility (VC: 1.6e2.5%) (ThC: 1.2e1.9%). The method
required an average of 75.4 min per knee.
Conclusions: We have documented a fast reproducible semi-automated software method to segment articular cartilage on knee MR
acquisitions.
ª 2006 Osteoarthritis Research Society International. Published by Elsevier Ltd. All rights reserved.
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Osteoarthritis (OA) of the knee is a common disease of mid-
dle age and older adults associated with disability and very
high economic and social costs. Radiological imaging offers
quantiﬁable outcome measures for knee OA, which can
be used in studies to evaluate therapies1e3. Magnetic re-
sonance imaging (MRI), in particular, is a powerful tool since
it provides visualization of the inter-articular cartilage in three
dimensions (3D). Kneemagnetic resonance (MR) can be as-
sessed for OA using semi-quantitative scoring systems4,5,
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2006.48however, image analysis software techniques offer direct
measurement of the size and shape of articular cartilage.
Image-processing software is used for computer-aided di-
agnosis of disease with most radiological modalities and for
numerous clinical applications. For 3D knee MR images,
the goal of such software is to segment the cartilage from
the surrounding tissue so that the volume and thickness
can be calculated. There are several different software tools
published in the literature and signiﬁcant effort continues by
several laboratories in this area6e16.
The development of a fully automated software tool to seg-
ment the cartilage on knee MR images could be considered
the ultimate goal of these endeavors. Such software would
perform the segmentation without any intervention from an
individual and the reader time would be essentially zero.
Fully automated segmentation, however, will be very difﬁcult
if not impossible due to ambiguous cartilagemargins inmany
areas of the images. Severely diseased knees, in particular,
offer a much greater challenge and present subtleties along
the cartilage interface in the image that require expertise and
training to interpret. To date there has been no fully auto-
mated software technique reported in the literature.7
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we have concentrated our efforts on a hybrid approach. The
segmentation tool requires an expert reader with anatomic
knowledge to guide the software, but the user is provided
with numerous automated image-processing tools to in-
crease the speed of cartilage segmentation. Validation
consists of measuring the precision of the segmentation
method as well as the reader time.
Our study used data from a pilot study for the Osteoarthri-
tis Initiative (OAI). The OAI is a program jointly sponsored
by the National Institute of Arthritis and Musculoskeletal
and Skin Diseases (NIAMS), several other Institutes at
the National Institutes of Health (NIH), and the pharmaceu-
tical industry. It is targeted at identifying the most potent OA
biomarkers for analyzing development and progression of
symptomatic knee OA. The OAI has an enrollment of ap-
proximately 4500 subjects17 and will acquire MR exams
on each subject at baseline and during four annual follow-
up visits. In addition to the OAI, there are several very large
OA studies that include knee MR in their protocols18,19. The
goal of this study is to measure the reader and repositioning
precision of the semi-automated software method using two
readers and duplicate MRI acquisitions.
Materials and methods
DATA SET
As part of a pilot study for the OAI, testeretest knee MR
exams were performed for 19 participants with no to moder-
ate degrees of clinical OA (9 normal and 10 OA)20. The data
were acquired using a Siemens (Erlangen, Germany) Trio
3 T MR system and a USA Instruments (Aurora, OH) quad-
rature transmit/receive extremity coil using a 3D sagittal
dual echo steady state (DESS) with water excitation. The
slice thickness was 0.7 mm (160 slices per knee) and the
in-plane pixel size was 0.37 mm 0.46 mm, interpolated
to 0.37 mm 0.37 mm. Each subject was scanned, re-
moved from the magnet, walked for 10 min, and then was
rescanned on the same visit so that the repositioning repro-
ducibility could be measured; this provided a total of 38 MR
acquisitions for segmentation.
The MR exams from four randomly chosen subjects (two
normal and two OA) served as a training set for the
readers and to optimize the software. The remaining 15
subjects were randomly divided into two groups, Set 1
and Set 2, consisting of eight and seven subjects, respec-
tively, and the study employed two readers, Reader 1 (GN)
and Reader 2 (MB). Reader 1 used the software tool to
segment the data in Set 1 (16 acquisitions), while Reader
2 read Set 2 (14 acquisitions). To measure the inter-reader
reproducibility, Reader 1 also read a single acquisition, of
the pair, for the subjects in Set 2 (seven acquisitions),
and Reader 2 similarly read a single acquisition from Set
1 (eight acquisitions). For measuring the intra-reader repro-
ducibility the readers were asked to reread a single exam
for each patient from the originally assigned set. To reduce
memory effect, the second reading took place more than 1
month after the last previous reading. The data were ran-
domized as to time order and patient ID, and the readers
were fully blinded.
DESCRIPTION OF SOFTWARE TOOL
The software program consists of two parts: the low-level
image-processing algorithms and the graphical userinterface (GUI) tool. The core image-processing code was
written using the C programming language and consisted
of customized edge-tracking algorithms and an active-
contour edge reﬁnement procedure. Modiﬁcation to the
edge-detection routines were developed for speciﬁc regions
of the knee cartilage. As an example, the cartilageesoft tis-
sue interface presents a different edge-detection challenge
than the cartilageebone margin; the software tool employed
different algorithms for these two locations. The higher-level
GUI tool is the link between the reader and the low-level
procedures and was written with the Interactive Data
Language (IDL) (ITT Visual Information Solutions, Boulder,
CO). The GUI also provides numerous semi-automated
editing functions that allow the reader to correct software
mistakes. The software runs on a standard personal com-
puter using the Windows operating system. Figure 1 shows
a screen capture of a computer running the application.
The method functions by performing a two-dimensional
segmentation on each slice of the MR acquisition. The
reader ﬁrst selects a slice near the center of the cartilage
plate and places a seed point on the boneecartilage margin.
The software then employs an automated edge-tracking al-
gorithm to attempt a segmentation of the cartilage on this
slice [Fig. 2(A)]. Since extraneous edges often cause the
software to deviate from the true margin, additional editing
tools can be employed to guide the segmentation. The initial
slice typically requires less than 30 s of reader time for seg-
mentation. Figure 2(B) shows the segmented slice. The soft-
ware then initiates an automated active-contour algorithm to
reﬁne the segmentation [Fig. 2(C)].
Once a central slice is segmented, the software proceeds
to an adjacent slice using the computer-delineated margins
from the previous slice and an active-contour edge-detec-
tion algorithm to attempt an automated segmentation. In re-
gions where the software segmentation fails, there are user
tools for convenient editing of the computer-determined
contours. This process continues on a slice-by-slice basis
until the reader judges that the end of the cartilage plate
has been reached. The second half of the cartilage plate
is then segmented starting at the central slice and proceed-
ing in the opposite direction.
SEGMENTATION STUDY
The readers were instructed to use the software tool to
segment the total femur, medial tibia, lateral tibia and pa-
tella cartilage. The volume and average thickness were cal-
culated for each plate. A comparison of the duplicate exams
was used to establish the repositioning reproducibility while
multiple readings of the same acquisition were used to mea-
sure the intra- and inter-reader reproducibility. The root-
mean square coefﬁcient of variation (RMSCoV) was used
as a metric to quantify the reproducibility. The readers
were also asked to record the time required to segment
each cartilage plate. We deﬁne the RMSCoV as:
RMSCoV¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃPN
i¼1 SD
2
i
q
N
where SD denotes the standard deviation and N is the
number of pairs. SD is deﬁned as:
SD¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃPn
i¼1ðxi  xÞ2
n
s
where n is the number of measurements. For duplicate
readings, n¼ 2.
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Table I gives the results for the reproducibility values for
all subjects. Tables II and III provide the results for the re-
producibility values for the normal and OA subjects individ-
ually. Table IV shows the average reader time for each
plate. The repositioning reproducibility ranged from 2.0%
to 5.5% (cartilage volume, VC), and from 1.2% to 2.5% (car-
tilage thickness, ThC). Reproducibility was lower for the
normal compared to OA knees but the difference was not
dramatic. Application of a one-sided t test using the abso-
lute difference of the percent difference between pairs
showed no statistically signiﬁcant difference between the
OA and normal knees. The average segmentation time
was 75.4 min per knee, with a modest increase required
for the OA vs the normal knees.
The repositioning reproducibility for the total femur and
medial tibial plateau was excellent but the method was
less reproducible for the lateral tibial plateau and patella.
The values are similar to the results from other studies uti-
lizing independent analysis methods. Direct comparison
can be difﬁcult since the number of subjects is small andthe MR image contrast is somewhat different, however,
our results compare favorably with one study that used
the same data set16.
Discussion
A close examination of the outlier cases demonstrated
some degree of reader misinterpretation and the potential
for improvement of the segmentation algorithms, GUI, and
work ﬂow. For the lateral tibial plateau much of the re-
producibility error occurred in the anterior and posterior
portions of the plate where adjacent inter-articular ﬂuid
obscured the cartilage margin. The implementation of im-
proved reader training and a centralized quality assurance
step may mitigate some of the interpretation errors. Longitu-
dinal studies will use paired readings of the baseline and
follow-up exams, which will also reduce this problem. We
are implementing a paired reading procedure into the soft-
ware tool.
On average our technique required 75.4 min to segment
all four cartilage plates of the knee in the sagittal plane.Fig. 2. Example of the segmentation procedure on the central slice.
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studies report this variable. In McWalter et al.13 reader
times ranging from 57 to 78 min for a single (patella or me-
dial tibial plateau) cartilage plate are quoted. Our method is
faster by a factor of four to ﬁve times, however, the McWal-
ter study used a reader, ‘‘with no previous experience in
cartilage segmentation’’. Each of our readers had partici-
pated in a previous study as part of the OAI pilot project.
In its current state our semi-automated segmentation tool
can feasibly handle the data analysis load for large studies
involving hundreds of knee MR exams without an excessive
reader cost. As with the reproducibility there was a modest
difference in reader time between normal and OA knees
since diseased cartilage was more likely to cause algorithm
failures.
Of the three reproducibility measures, the intra-reader
variation was smallest while the inter-reader reproducibility
was highest. Since most studies use a single reader for
each cartilage plate, demonstrating good inter-reader re-
producibility is less critical than intra-rater or repositioning
reproducibility. The higher RMSCoV values may also indi-
cate that our study could beneﬁt from more systematic
reader training, or a ﬁnal quality assurance step performed
by a single expert. As expected, the reproducibility was bet-
ter for the normal subjects, although the effect of disease
state was not dramatic.
We found that the (ThC) reproducibility was systemati-
cally smaller compared to (VC). Errors in segmentation
may affect the VC measurement more since it is a 3D mea-
sure while ThC is fundamentally one-dimensional. Slight
changes in the delineated margins could potentially cause
Table I
Reproducibility values (RMSCoV) for all subjects (N¼ 15)
All subjects
Femur
(%)
Medial tibial
plateau (%)
Lateral tibial
plateau (%)
Patella
(%)
Repositioning
Volume (VC) 2.0 2.9 5.5 4.6
Thickness (ThC) 1.2 1.6 2.4 2.3
Inter-reader
Volume (VC) 2.5 2.8 8.6 3.3
Thickness (ThC) 1.9 2.5 5.2 3.3
Intra-reader
Volume (VC) 1.6 3.0 3.4 3.5
Thickness (ThC) 1.2 2.1 1.7 1.9
Table III
Reproducibility values (RMSCoV) for the OA subjects (N¼ 8)
OA subjects
Femur
(%)
Medial tibial
plateau (%)
Lateral tibial
plateau (%)
Patella
(%)
Repositioning
Volume (VC) 2.3 1.9 6.1 5.9
Thickness (ThC) 1.3 1.8 2.8 2.6
Inter-reader
Volume (VC) 2.9 3.2 10.6 3.6
Thickness (ThC) 2.0 3.2 3.6 4.0
Intra-reader
Volume (VC) 2.1 3.5 3.6 4.1
Thickness (ThC) 1.6 2.5 1.7 2.5a greater proportional change to the total volume compared
to the average thickness. This is analogous to the case of
the percent error introduced to the volume of a sphere by
a change in the radius; the volume is proportional to the ra-
dius cubed. Determining the potential value of ThC over VC
will ultimately require longitudinal data. While a measure
may be more reproducible, it could also be less disease
sensitive and therefore less value as a surrogate outcome
measure. As cartilage wears in an OA patient, the average
thickness may not change substantially especially if the loss
occurs in a local region. The measurement of change may
be lost when averaging over the remainder of non-diseased
cartilage. However, once the technique can measure carti-
lage for smaller subregions or especially for very local de-
fect areas, the thickness measurement may be superior.
Such an approach would require the implementation of
3D image registration so that the baseline and follow-up
scans can be accurately compared.
An examination of the individual components comprising
the RMSCoV measurement showed that they were domi-
nated by a few ‘‘difﬁcult’’ cases where segmentation was
more challenging. For this reason the t test may not be
appropriate since the distribution of percent differences is
unlikely to be normal. Also this effect impedes our ability
to draw deﬁnitive conclusions about the performance of
the method for different plates, and disease state. As an
example, the elimination of two cases for the lateral tibial
plateau will make the reproducibility similar to the other
plates. A higher powered validation study will be necessary
to better understand the more subtle details.
There are several limitations of our study. First the num-
ber of subjects, N¼ 15, was relatively small. We evaluated
the software tool on images acquired with one type of acqui-
sition and therefore have not demonstrated a more general
applicability. In practice, we would likely make changes to
the semi-automated steps to customize the tool for different
MR acquisitions, spatial resolution, and noise conditions.
Table II
Reproducibility values (RMSCoV) for the normal subjects (N¼ 7)
Normal subjects
Femur
(%)
Medial tibial
plateau (%)
Lateral tibial
plateau (%)
Patella
(%)
Repositioning
Volume (VC) 1.5 3.6 4.8 2.5
Thickness (ThC) 1.0 1.5 1.8 1.8
Inter-reader
Volume (VC) 1.8 2.3 5.6 2.9
Thickness (ThC) 1.9 1.2 6.5 2.3
Intra-reader
Volume (VC) 1.0 2.3 3.2 2.7
Thickness (ThC) 0.5 1.4 1.7 0.6
Table IV
Average reader times in minutes
All subjects
(N¼ 15)
Normal subjects
(N¼ 7)
OA subjects
(N¼ 8)
Femur 39.9 34.6 42.8
Medial tibial plateau 11.8 10.7 12.4
Lateral tibial plateau 10.2 9.3 10.4
Patella 13.5 11.2 14.9
Total knee 75.4 66.9 80.6
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customized modiﬁcations. The study evaluated reproduc-
ibility for the full cartilage plate; an examination of subre-
gions or localized defects may also be important. Finally,
the study used cross-sectional data; our methods should
be evaluated using longitudinal data to validate the sensitiv-
ity of the method to detect change. In this paper we report
the precision of the technique; measuring accuracy is also
crucial and will be the subject of a future study.
We envision several future directions for our work. Ad-
ditional software development to increase the level of
automation should both improve the reproducibility and
decrease the reader time. We are conﬁdent that reader
times of 10e20 min for the full knee are possible while
also improving the reproducibility. Until such reduced times
are achieved large OA studies, such as the OAI, will have
excessive reader cost. We also anticipate making additions
to the software for segmenting subregions and focal de-
fects, 3D image registration, and performing an evaluation
study using longitudinal data.
Conclusions
We have documented a reproducible and fast semi-
automated software technique to segment the articular
cartilage on high resolution 3D MR acquisitions of the
knee. This technique has the potential for use in the analy-
sis of MR data from moderately large studies of knee OA.
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